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Research Article
Feedback-amplified electrochemical
dual-plate boron-doped diamond
microtrench detector for flow injection
analysis
An electrochemical flow cell with a boron-doped diamond dual-platemicrotrench electrode
has been developed and demonstrated for hydroquinone flow injection electroanalysis in
phosphate buffer pH 7. Using the electrochemical generator-collector feedback detector
improves the sensitivity by one order of magnitude (when compared to a single working
electrode detector). The diffusion process is switched from an analyte consuming “exter-
nal” process to an analyte regenerating “internal” process with benefits in selectivity and
sensitivity.
Keywords:
Boron-doped diamond / Chromatography / Feedback amplification / Oxygen /
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1 Introduction
Generator-collector electrode systems have attracted atten-
tion in electroanalysis [1], exploiting the advantages of greater
sensitivity (due to enhanced mass transport) and greater
selectivity (due to additional dual potential control [2]).
In particular novel nanogap generator-collector devices
incorporated in flow systems are ground-breaking in terms
of new analytical information obtained and improved sensi-
tivity [3–5]. Dual-plate microtrench electrodes with down to
2 m interelectrode gap [6, 7] have been introduced recently
as a versatile and readily fabricated generator-collector elec-
trode system with one open side to allow analyte diffusion
into the interelectrode space (see Fig. 1).
The use of generator-collector electrode types in
flow injection analysis is relatively common. Fenn et al.
developed flow-through analytical cells with microgap
generator-collector geometry [8] and amplification effects
in twin-electrode cells were investigated for example by An-
derson [9] and Yildiz [10]. Generator-collector flow analysis
based on a dual-electrode device without amplification also
are beneficial and powerful in analytical applications [11–13].
In this report, an electrochemical flow injection system
is developed with a boron-doped diamond (BDD) dual-plate
microtrench electrode as the detector. The BDD electrode in
generator-collector mode has recently been demonstrated as
a chemically robust electrode, for example for chloride deter-
mination at high potentials and with feedback amplification
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Abbreviation: BDD, boron-doped diamond
in aqueous solutions [14]. Boron-doped diamond emerged as
a very useful sp3-carbon-type electrode material, most com-
monly in the form of thin films deposited on a suitable sub-
strate or as a bulk poly-crystalline material [15]. BDD offers a
wide potential window and the option to clean the electrode
surface with aggressive cleaning reagents such as Piranha
solution. BDD electrodes have been used analytically for the
detection of pharmaceuticals [16] and for heavy metal deter-
mination [17].
Here, a simple flow injection system is employed with
theBDDdual-plate detector in flow-throughmode (with refer-
ence electrode upstream and counter electrode downstream).
The schematic drawing in Fig. 1 shows the principle of oper-
ation and the flow geometry.
The twoBDDelectrodes are located opposite to each other
with a 10 m interelectrode distance with analyte flow over
the top of the microtrench detector. Key parameters for the
operation of the detector are (i) the inter-electrode distance ,
(ii) the trench length, and (iii) the trench depth. It is proposed
that all three have a direct effect on the detector sensitivity in
generator-collector operational mode.
2 Materials and methods
2.1 Reagents
Phosphate buffer solutions were prepared from H3PO4
and NaOH. Hydroquinone, hydrogen peroxide (20 wt.%
in water), and sulphuric acid ( 95–99%) were obtained
from Sigma-Aldrich and used without further purification.
Demineralized water was taken from a Thermo Scientific
purification system (Barnstead Nanopure) with not less than
18 MΩ cm resistivity.
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Figure 1. Schematic drawing of the BDD dual-plate flow-cell
trench detector with flow of analyte solution (with cross-sectional
area Aflow) over the surface.
2.2 Instrumentation
A PGSTAT12 biopotentiostat system (Autolab, EcoChemie,
The Netherlands) with GPES software was employed
for generator-collector electrochemical measurements. The
GPES software allows bipotentiostatic cyclic voltammetry or
chronoamperometry experiments to be designed for paired
electrode systems with simultaneous current read-out at both
electrodes. A conventional four-electrode cell with a silver
wire counter/reference electrode and a boron-doped diamond
dual-plate microtrench working electrode was employed. All
experiments were conducted at 22 ± 2°C.
2.3 Fabrication and calibration of boron-doped
diamond dual-plate microtrench electrodes
Boron-doped diamond dual-plate micro-trench electrodes
were fabricated using a literature method [14]. In brief, a sin-
gle layer of SU-8-2002 was spin coated onto two separate 5 ×
20mmBDD substrates (300 nmBDD, SiO2/Si3N4 interlayer,
8000 ppm doping and resistivity = 10 m cm, purchased
from NeoCoat SA, Switzerland), at 500 rpm for 15 s then
3000 rpm for 30s. Next, the two electrodes were pushed to-
gether, vis-a`-vis, and placed onto a hot plate at 90°C (2 min)
and the temperature was then ramped to 160°C and held
for a further 5 min. After cooling to room temperature, the
end of the dual-plate electrode was sliced off using a dia-
mond cutter (Buehler, Isomet 1000 precision saw) and pol-
ished flat. Placing the electrode into Piranha solution (1:5
v/v H2O2:H2SO4; Warning: Piranha solution is highly corrosive
and appropriate precautions are needed) etched the photoresist
to form a microtrench electrode with dimensions of depth =
58 m, length = 5 mm, and interelectrode gap,  = 10 m
(see Fig. 2). After etching, the micro-trench electrode was
cleanedwith demineralizedwater and conducting copper tape
(RS) was applied to give two electrode contacts.
In order to investigate the symmetry of the trench and
to calibrate the depth of the trench the reduction of 1 mM
Ru(NH3)63+ in 0.1 M KCl was employed (Fig. 3). In Fig. 3A
voltammograms obtained with only one electrode connected
to the potentiostat are shown. Although small differences in
shape are apparent (mainly due to imperfections at the trench
Figure 2. Scanning electron micrographs with (A) lower and
(B) higher magnification showing the BDD generator-collector
trench with a width of typically  = 10 m.
edge) between the two BDD electrodes (i and ii) the close
similarity of these signals suggests a high quality symmetric
dual-plate BDD electrode. Figure 3B and C show generator-
collector feedback voltammograms with the collector held at
0.4 V versus SCE. The limiting current for mass transport
controlled feedback is approximately Ilim = 2.5 A.
The depth of the trench can be estimated based on the
assumption of a symmetric (Nernstian [18]) concentration
profile and approximately equal diffusion coefficients for the
oxidised and reduced species (Dox = Dred = D = 0.9 ×
10−9 m2 s−1, the diffusion coefficient) [19].
depth = Ilim × 
nFDc × length = 58 m (1)
In this equation, Ilim is the mass transport limited cur-
rent,  is the inter-electrode gap of the microtrench as deter-
mined by electron microscopy, D is the diffusion coefficient,
n is the number of electrons transferred per molecule dif-
fusing to the electrode surface, F is the Faraday constant,
c is the bulk concentration, and length is the overall length
of the trench, here 5 mm. The estimated trench depth of
58 m suggests an aspect ratio of ca. 6, which is consistent
with previous reports for similar types of electrodes [20].
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Figure 3. (A) Cyclic voltammograms (scan rate 20 mVs−1) for
the reduction of 1 mM Ru(NH3)63+ in 0.1 M KCl at a BDD dual-
plate electrode with only electrode 1 (i) or only electrode 2
(ii) active. Voltammograms in (B) and (C) are recorded under the
same conditionswith electrode 2 or electrode 1, respectively, held
at 0.4 V versus SCE in generator-collector mode.
2.4 Electrochemical flow analysis system
The electrochemical flow cell uses a 6-port 2-position switch
valve to control the injection of the sample and a syringe
pump (KD Scientific Model 781100, USA) to maintain the
flow of the supporting electrolyte. The injection volume was
20 L. The BDD dual-plate detector electrode was placed
between a reference electrode (upstream) and a counter elec-
trode (downstream) with flow over the trench as shown in
Fig. 1.
3 Results and discussion
3.1 BDD dual-plate generator-collector voltammetry:
hydroquinone oxidation under stagnant
conditions
The oxidation of hydroquinone (see Eq. 2) is employed as
a model redox system to explore the sensitivity of the BDD
Figure 4. (A and B) Cyclic voltammograms (scan rates (i) 20,
(ii) 50, (iii) 100, and (iv) 200 mVs−1) obtained at boron-doped dia-
mond electrodes (5 mm × 5 mm active area) in 0.1 M phosphate
buffer pH 7 for the oxidation of (A) 0.1 mM hydroquinone and
(B) 1 mM hydroquinone. (C) Generator-collector voltammograms
(scan rate 20 mVs−1, collector potential −0.4 V versus SCE) for
the oxidation of 1 mM hydroquinone at a dual-plate BDD trench
electrode immersed in 0.1 M phosphate buffer pH 7. The dotted
line indicates the midpoint potential.
dual-plate microtrench detector for a classical electrochemi-
cally irreversible (but chemically reversible) test system [21].
(2)
Figure 4A and B show cyclic voltammograms recorded
at various scan rates at a single 5 × 5 mm BDD working
electrode for 0.1 and 1.0mMhydroquinone, respectively. The
wide peak-to-peak separation highlights the relatively slow
rate of electron transfer at the diamond electrode consistent
with literature reports [22]. The peak currents scale with
the square root of scan rate and with the hydroquinone
C© 2015 The Authors. ELECTROPHORESIS Published by WILEY-VCH Verlag GmbH & Co. KGaA www.electrophoresis-journal.com
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concentration as anticipated for a diffusion-controlled peak.
The midpoint potential Emid = ½ Eox + ½ Ered is indicated
by a dotted line at approximately 0.16 V versus SCE (in
phosphate buffer pH 7 [22]).
The generator-collector voltammetric response for the ox-
idation of 1 mM hydroquinone (with the collector potential
fixed at −0.4 V versus SCE) is shown in Fig. 4C. A well-
defined feedback signal can be observed with a general in-
crease in currents due to the feedback effect. The symmetry
of generator and collector current suggest a well-defined re-
dox cycle process with a shift in the current response away
from the midpoint potential due to the irreversible nature of
the electron transfer process. The mass transport controlled
limiting current, approximately 2.8 A, can be employed to
determine the diffusion coefficient (Eq. 3).
D = Ilim × 
nFc × length × depth = 0.5 × 10
−9m2s−1 (3)
This value is reasonably consistent with literature values for
the hydroquinone diffusion coefficient [23] and confirms that
the process observed here is mass transport limited and in
agreement with a feedback-amplified process.
3.2. BDD dual-plate generator-collector
chronoamperometry I.: Hydroquinone oxidation
under flow conditions without feedback
Next, the oxidation of hydroquinone in 0.1 M phosphate
buffer pH 7 is studied by chronoamperometry using flow
conditions with a BDD dual-plate micro-trench electrode
configured as shown in Fig. 1.With the potential of one of the
two BDD electrodes held at 1.0 V versus SCE and injection of
hydroquinone (20L of a 1mM solution), clear peak currents
are observed (see Fig. 5A). The shape of peaks (in particular
the width) is dependent on the flow rate of the analyte
with peak broadening approximately proportional to flow
speed. This observation is consistent with a process where
the analyte in the reservoir over the trench electrode (see
Fig. 1) is only partially consumed and diffusion toward themi-
crotrench (like a microband) is dominating the detector cur-
rent. The analyte present in the liquid phase is only partially
consumedwith a charge under the peak of typically 2.5C for
a flow rate of 10 mL/h. For a 20 L plug of liquid containing
1mMhydroquinone complete consumptionwould result in a
peak with 3.8 mC charge. Therefore only a very small fraction
of the analyte can diffuse into the micro-trench under these
conditions. From the peak duration (peak width at half height
= 20 s at 2.7 L/s) the flow cross-sectional area for the detec-
tor can be estimated as Aflow = delay time×flow velocitylength = 6.8mm2
where the delay time is the peak duration, 20 s, minus the
theoretical peak duration for a very short detector, 7.4 s.
The effect of hydroquinone concentration is shown
in Fig. 5B and C. Well-defined peak responses for 1 mM,
100 M, and 10 M hydroquinone are observed and a
double logarithmic plot (Fig. 5D) shows linear dependence
of hydroquinone concentration at 10 mL/h flow rate. The
Figure 5. (A) Flow-chronoamperometry data (applied potential
1 V versus SCE, flow rate (i) 20 mL and (ii) 10 mL/h) obtained at
a BDD dual-plate electrode with only one electrode connected in
0.1 M phosphate buffer pH 7 for the oxidation of 1 mM hydro-
quinone. (B) As above but for 0.1mMhydroquinone. (C) As above,
but for 0.01 mM hydroquinone. (D) Double-logarithmic plot of
peak current versus hydroquinone concentration.
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low concentration range signal is limited by background
noise. The maximum peak current under these conditions
can be related to the current toward a microband (here the
microtrench) as given in Eq. 4 [24–26].
Ipeak,single−electrode = nFD × length × c
×
⎡
⎢⎢⎣e
−2.5
√
Dt
2
4
√
Dt
2
+ 
ln
([
64e−0.577Dt
2
]1/2
+ e5/3
)
⎤
⎥⎥⎦ (4)
In this equation, n is the number of electrons transferred
per molecule arriving in the trench, F is the Faraday con-
stant, D is the diffusion coefficient for hydroquinone, length
is the trench length, c is the (average) hydroquinone concen-
tration,  is the trench width, and t is the diffusion time. For a
10 mL/h flow rate the time between current onset and cur-
rent peak is 4.4 s (see Fig. 5A), which allows a peak current to
be predicted. The calculated value 0.33 A is approximately
four times higher compared to the observed peak current for
10 mL/h flow. The main reason for this deviation is likely
to be some mixing in the space over the microtrench (see
Fig. 1) lowering the apparent concentration (vide infra).
3.3. BDD dual-plate generator-collector
chronoamperometry II.: Hydroquinone oxidation
under flow conditions with feedback
With both electrodes active, the generator-collector system
(i) allows amplification of the current signal and (ii) changes
the operational mode into internal diffusion control (dif-
fusion within the trench rather than diffusion toward the
trench) without significant consumption of the analyte in the
flow space. Fig. 6A shows current peak signals for 10 mL/h
flow rate and with potentials applied to generator and collec-
tor of 1.0 V and −0.4 V versus SCE, respectively. The peak
current is increased by an order of magnitude (compared to
single electrode signals, see Fig. 5A–C) with peak width and
shape remaining.
The magnitude of the peak current now is given by the
internal mass transport which is approximately given by Eq.
5 [27].
Ipeak,dual−electrode = nFD × length × depth × c

(5)
The anticipated peak current is 2.8 A (see Fig. 4C),
which is approximately twice the experimental value (see
Fig. 6A). This discrepancy is likely to be associated with the
lower apparent concentration in the trench (as well as in the
space over the trench) at the time of the peak due to non-
ideal flow of analyte (no ideal plug flow and some degree of
mixing in the space over the microtrench detector). Further
evidence for this is obtained by changing the rate of flow.
In Fig. 6B data for increased analyte flow rate are presented
and the peak current can be seen to further decrease approx-
imately inversely proportional to the flow rate. Therefore,
Figure 6. (A) Chronoamperometry data (applied generator po-
tential 1 V versus SCE, applied collector potential −0.4 V versus
SCE, flow rate 10 mL/h) obtained at a BDD dual-plate electrode
with generator-collector feedback in 0.1 M phosphate buffer pH 7
for the oxidation of 1 mM hydroquinone. (B) As above but for a
flow rate varying from 10 to 25 mL/h.
future improvements in the detector current signal are pos-
sible at lower flow rate and with more ideal flow geometry.
Most importantly, even more significant improvements will
be possible by (i) reducing the trench width , (ii) increasing
the trench length (example.g., employing multiple parallel
micro-trenches), and (iii) by increasing the trench depth.
4 Concluding remarks
A BDD dual-plate microtrench electrode detector has been
successfully employed in an electrochemical flow injection
cell. Proof-of-concept data by comparison of a single working
electrode detector with a dual-electrode detector have been ob-
tained. Although imperfections in the flow system currently
limit the sensitivity, the generator-collector microtrench con-
cept has been shown to be beneficial by switching the rate
limiting diffusion process from outside to inside the micro-
trench of the BDD dual plate detector. With BDD offering
a robust electrode material and Piranha etch cleaning allow-
ing the detector performance to be maintained, this will be
a useful new device when incorporated in chromatography
or other separation techniques. Significantly lower LODs are
anticipated for dual-plate electrodes where (i) the interelec-
trode distance  is further decreased, (ii) the trench depth
is increased, or (iii) the overall trench length is increased.
C© 2015 The Authors. ELECTROPHORESIS Published by WILEY-VCH Verlag GmbH & Co. KGaA www.electrophoresis-journal.com
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Very effective would be multi-trench devices where the total
trench length is increased and more of the analyte solution
can be sampled. Due to redox cycling within themicrotrench,
only insignificant fractions of the analyte are consumed. Fur-
ther applications are possible where the generator-collector
system is employed to suppress unwanted irreversible redox
processes (e.g. oxygen reduction or ascorbate oxidation [20]),
or to separate chemically irreversible analyte signals from
chemically reversible redox processes.
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